Over the past ten years, corneal transplantation surgical techniques have undergone revolutionary changes 1, 2 . Since its inception, traditional full thickness corneal transplantation has been the treatment to restore sight in those limited by corneal disease. Some disadvantages to this approach include a high degree of post-operative astigmatism, lack of predictable refractive outcome, and disturbance to the ocular surface. The development of Descemet's stripping endothelial keratoplasty (DSEK), transplanting only the posterior corneal stroma, Descemet's membrane, and endothelium, has dramatically changed treatment of corneal endothelial disease. DSEK is performed through a smaller incision; this technique avoids 'open sky' surgery with its risk of hemorrhage or expulsion, decreases the incidence of postoperative wound dehiscence, reduces unpredictable refractive outcomes, and may decrease the rate of transplant rejection [3] [4] [5] [6] 
.
Initially, cornea donor posterior lamellar dissection for DSEK was performed manually 1 resulting in variable graft thickness and damage to the delicate corneal endothelial tissue during tissue processing. Automated lamellar dissection (Descemet's stripping automated endothelial keratoplasty, DSAEK) was developed to address these issues. Automated dissection utilizes the same technology as LASIK corneal flap creation with a mechanical microkeratome blade that helps to create uniform and thin tissue grafts for DSAEK surgery with minimal corneal endothelial cell loss in tissue processing.
Eye banks have been providing full thickness corneas for surgical transplantation for many years. In 2006, eye banks began to develop methodologies for supplying precut corneal tissue for endothelial keratoplasty. With the input of corneal surgeons, eye banks have developed thorough protocols to safely and effectively prepare posterior lamellar tissue for DSAEK surgery. This can be performed preoperatively at the eye bank. Research shows no significant difference in terms of the quality of the tissue 7 or patient outcomes 8, 9 using eye bank precut tissue versus surgeon-prepared tissue for DSAEK surgery. For most corneal surgeons, the availability of precut DSAEK corneal tissue saves time and money 10 , and reduces the stress of performing the donor corneal dissection in the operating room. In part because of the ability of the eye banks to provide high quality posterior lamellar corneal in a timely manner, DSAEK has become the standard of care for surgical management of corneal endothelial disease.
The procedure that we are describing is the preparation of the posterior lamellar cornea at the eye bank for transplantation in DSAEK surgery (Figure 1 ).
Video Link
The video component of this article can be found at http://www.jove.com/video/3847/ Protocol 1. Setup: Aseptic Technique 11 1. Turn on Laminar Flow Hood (LFH). 2. Turn on the Nitrogen gas control unit. Ensure that hose is connected between console unit and Nitrogen tank. Turn gas on. Gas setting should be set to 50-60 PSI on regulator tank. Turbine pressure on unit should read 3.3 to 3.4 Bars. 3. Press Test button. Atmospheric pressure will read in the 700s and pumps 1 and 2 should be below 200. The unit will beep when testing is complete. Don mask with eye protection, as applicable, and cap. Wash hands and don non-sterile gloves. Place sterile kits inside LFH and open wraps to establish sterile field. 4. Place one sterile medicine cup and one sterile plastic basin with sterile gauze next to the established sterile field. Pour sterile isopropyl alcohol into medicine cup. Wipe pachymetry probe with alcohol swab/pad and place probe, tip down, into medicine cup. The probe tip should soak in isopropyl alcohol for 10 minutes. After pachymetry probe has soaked for 10 minutes, rinse the probe tip with sterile water from the prefilled syringe to remove alcohol and place probe in the plastic basin. If not, retake measurement. With the sterile gloved hand that was not used to perform the pachymetry, pass the turbine hose to the hand that performed pachymetry and screw the turbine hose into the control unit. Have the assisting technician record pachymetry reading. 5. Remove contaminated gloves. 6. Using sterile marking pen, draw a 4mm line from limbus toward center of the cornea (or do not mark if surgeon prefers no marking). Use pipette to place five drops of BSS on top of the cornea. 7. Unless specific instructions are provided by the surgeon, the 300 μm cutting head will be used if the pre-cut pachymetry measurement is less than 600 μm. If over 600 μm, the 350 μm cutting head will be used. 8. With thread facing toward you and number facing up, load blade into right side of microkeratome head, pointed end first, avoiding contact with the blade. 9. Holding head at each side, screw head onto turbine. Tighten the artificial chamber with fingers. 10. Screw turbine onto turbine hose. 11. Test the blade oscillation by pressing the vacuum pedal once, submerging the cutting head in the sterile water and pulse the turbine for 5 seconds. 12. Retighten piston. 13. Place microkeratome onto the base with mounting post and position at five o'clock. Press and hold turbine pedal to oscillate blade ( Figure  5a ). 14. Using index finger and thumb, hold microkeratome midway between the base and the top of the turbine. Turn wrist to make a smooth, even cut through and across the cornea. Release turbine pedal and lift microkeratome straight off unit. Press vacuum pedal to turn off vacuum (Figure 5b) . 15 . Don a sterile glove and recheck pachymetry reading after corneal cap is removed by placing probe on corneal surface to obtain second thickness reading being mindful that the tissue is very thin and easily damaged. Remove contaminated glove. Have assisting technician record second pachymetry reading. 16. Using sterile marking pen, place a mark if requested by surgeon, on the mid-peripheral edge of the residual stromal bed in the artificial chamber. Place a few drops of sterile BSS onto residual stromal bed. 17. Remove the anterior cornea cap from the microkeratome (Figure 6 ) and replace it onto the cornea before removing cornea from artificial anterior chamber. Cap should be centered on cornea using peripheral marking to align the cap correctly if applicable. Use swab spear to gently reposition the cap onto the cornea. Use fresh spear to absorb any BSS underneath anterior cap. 18. Open stopcock, turn chamber upside-down and lower piston slow enough to prevent cornea from deforming. Unlock base and allow pressure from the BSS flow to push the artificial chamber cup from the base. With forceps, gently pull at the corneal rim at 9, 12 and 3 o'clock positions to loosen it from the cup. Once loosened, use forceps at the 12 o'clock position to remove cornea. Place the cornea in the viewing chamber, endothelial side up (Figure 7) . Place the lid on the viewing chamber. Remove sterile glove. 19. Tighten viewing chamber lid. 20. Perform post-cut slit lamp evaluation and specular microscopy of cornea and record findings. 21. Place chamber(s) in appropriate section of refrigerator. 22. Package for transport to surgeon (Figure 8 ).
Representative Results
thickness as measured by pachymetry. Over the past 6 months at the Michigan Eye Bank, the mean pre-processing corneal thickness was 558 microns, and post-processing thickness of the posterior corneal tissue was 158 microns. Eighty-seven percent of microkeratome-dissected donor tissue measured between 100-200 microns, 10.9% measured >200 microns, and 2.1% measured <100 microns.
The posterior corneal tissue must retain high endothelial cell density (ECD) to provide improved endothelial function to the transplant recipient. Specular microscopy is used to measure ECD. In the past 6 months, all of the corneal tissue deemed eligible for endothelial keratoplasty from the Michigan Eye Bank had an ECD of >2200 cells/mm 2 . Ninety-nine percent of the precut DSAEK tissue had a post-processing ECD >2400 cells/mm 2 , and 19% had an ECD > 3000 cells/mm 2 . The mean change in pre-to post-processing ECD was negligible at 1.2% (p=0.0003, paired two-tailed t-test). Complications that can occur during the procedure include loss of pressure, asymmetric dissection, and significant tissue indentation (resulting in corneal endothelial cell loss). Improper dissection can also result in tissue perforation. a. The donor cornea is mounted onto an artificial anterior chamber and dissected with the microkeratome head. b. After tissue dissection, the two lamellae are separate but the anterior lamella (cap) is positioned back onto the remained corneal bed for transportation to the surgeon. c. In the operating room, the surgeon uses a trephine to cut the central corneal tissue vertically through both anterior and posterior lamella. d. After trephine cutting, the peripheral donor cornea is removed from the field. e. The posterior lamella is gently removed from the anterior lamella with a spatula. The donor posterior lamella (DSAEK tissue) replaces the diseased portion of the recipient cornea (1i). f. The patient has a diseased posterior cornea to be removed. g. The diseased posterior cornea is scored with an intraocular instrument (reverse Sinsky hook) in a large diameter circle. h. After scoring the diseased cornea, the posterior corneal membrane is removed. i. The donor posterior lamella (DSAEK tissue) is placed in the recipient's eye. 
Discussion
The inner-most layer of the cornea, the endothelium, maintains the optical clarity of the cornea by maintaining corneal dehydration. Numerous disease states specifically affect the health and viability of the corneal endothelium including dystrophies, infections, inflammatory processes, and degenerations. Until recently, corneal transplantation to replace diseased corneal endothelium required full thickness transplantation of the cornea. In the past decade, targeted replacement of the posterior cornea by partial thickness corneal transplantation, such as DSAEK surgery, has been able to achieve the same goal with a shorter recovery time. Regardless of technique, transplanted tissues must retain a healthy corneal endothelium to maintain optical clarity in the transplanted cornea; as a result, all tissue processing techniques have additional steps to protect the corneal endothelium.
Automated microkeratome dissection is currently the standard for corneal tissue preparation for endothelial keratoplasty. Use of the microkeratome was shown to decrease donor tissue perforation and speed visual recovery as compared to manual dissection 5 . When DSAEK was initially introduced, some surgeons purchased microkeratome equipment and performed donor lamellar dissection in the operating room at the start of surgery. If tissue preparation failed, the surgery would have to be cancelled causing inconvenience and expense to the patient and the surgeon. In 2006 eye banks began performing microkeratome dissection "off site" under controlled conditions in the eye bank laboratory a day prior to surgery 12 . If tissue preparation fails in this setting, there is time to perform another dissection with fresh tissue.
Microkeratome dissection of donor posterior lamellar corneal tissue requires gentle and precise technique to minimize complications. The cornea must be placed gently on the artificial anterior chamber (AAC) to avoid any damage to the delicate endothelial cells. Once the cornea is mounted and aligned on the AAC, the locking ring must be positioned and adjusted for a tight seal to maintain high pressure within the chamber and decrease the chances of tissue collapse during the microkeratome dissection. To ensure uniform dissection, the microkeratome head should be rotated in a constant, smooth manner. After dissection, the tissue must again be handled carefully to minimize endothelial cell damage. Further, it is critical to confirm that the lamellar cut is centered and complete in order to ensure that the posterior lamella will be suitable for use in surgery 13 .
Corneal donor perforation is a dreaded complication of this procedure; it becomes less frequent with experience. If repeated perforations occur during microkeratome passes, it is important to check multiple steps in the procedure. The cornea needs to be properly mounted and aligned on the AAC. A tight seal and high pressure should be obtained prior to microkeratome pass and maintained throughout the procedure. On occasion, residual conjunctiva exists on the sclera rim and needs to be dissected off prior to mounting. The microkeratome blade should be sharp and without notches. The correct microkeratome head thickness should be selected based on the estimated corneal thickness. The microkeratome head must be oscillating properly prior to the pass. With further problems with this technique, consult the microkeratome provider to verify that all equipment is working properly.
Even when performed perfectly, there are some limitations to this technique. Microkeratome heads are available to cut corneal tissue at various thicknesses; however, the relationship of microkeratome head to final tissue thickness is imprecise with the same head providing a wide range of final tissue thicknesses 7 . In addition, a significant learning curve exists and complications in preparation are more frequent for new users. Performing the lamellar dissection in the eye bank setting allows trained technicians who perform this procedure many times per day to optimize their technique, thereby minimizing complications due to inexperience.
Modifications of the technique for microkeratome-assisted corneal dissection for endothelial keratoplasty exist. Some prefer to use viscoelastic material or corneal storage media rather than balanced salt solution beneath the corneal button on the artificial anterior chamber with the intent of providing increased protection to the corneal endothelium. There are also variations in the method for determining the location in which the microkeratome incision should be initiated. Different eye banks and different corneal surgeons may have particular preferences as to how the cornea is marked for identification of the anterior corneal cap or posterior lamellar orientation. It should be noted that manufacturers make similar equipment to that used in this protocol. The particular manufacturer's instructions should be followed with whichever equipment is used.
Dependable eye bank preparation of dissected corneal tissue for DSAEK surgery has been beneficial for the widespread acceptance of this relatively new surgical technique. Once surgeons became confident in eye banks performing the "first step" in corneal transplantation -namely tissue preparation, many practical limitations to DSAEK were alleviated. Eye banks have been able to reliably keep up with the demand for processed tissue with safe, effective, and timely supply of donor tissue. High quality DSAEK tissue can now be ordered in advance and operating room time and tissue preparation complications have decreased 9, [14] [15] . This protocol describes the preparation of DSAEK grafts from the perspective of eye bank processing of corneal donor tissue; however, this technique is directly applicable to surgeons interested in preparing their own lamellar corneal donor tissue as well as those interested in performing laboratory-based or clinical studies on lamellar corneal transplantation.
Future directions for corneal lamellar preparation include use of the femtosecond laser for tissue processing, creation of "ultra-thin" DSAEK corneal tissue, or preparation of corneal endothelial scrolls for Descemet's membrane endothelial keratoplasty (DMEK) surgery. Endothelial keratoplasty is a surgical field in evolution and the symbiotic relationship between the eye bank and corneal surgeon will continue to change as surgical techniques are optimized.
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